Morphology of the smear layer after the application of simplified self-etch adhesives on enamel and dentin surfaces created with different preparation methods

BORTOLOTTO, Tissiana, et al.

Abstract

Mild self-etching adhesive systems modify and/or incorporate the smear layer into the resin-infiltrated demineralised dentin. Some factors such as type of bur and use of water spray might affect the thickness of the smear layer on substrates, enamel and dentin. Because of this, the present study evaluated the thickness of smear layers created by different finishing procedures, after the application of three simplified self-etching primers (Adper Prompt L-Pop and two experimental formulations) on enamel and dentin. After the application and removal of the primers' resinous component, the specimens were prepared for examination under a scanning electron microscope. Smear layers were thicker on enamel than on dentin, irrespective of the finishing methods used. Therefore, different thicknesses of smear layer on enamel/dentin might be an important factor to consider when evaluating the bonding efficacy of self-etching adhesives to both tooth substrates.

Reference


DOI: 10.1007/s00784-008-0242-4
PMID: 19132414
Morphology of the smear layer after the application of simplified self-etch adhesives on enamel and dentin surfaces created with different preparation methods

Tissiana Bortolotto · Marco Ferrari · Alexandre Susin · Ivo Krejci

Received: 2 February 2007 / Accepted: 5 December 2008 / Published online: 9 January 2009
© Springer-Verlag 2009

Abstract Mild self-etching adhesive systems modify and/or incorporate the smear layer into the resin-infiltrated demineralised dentin. Some factors such as type of bur and use of water spray might affect the thickness of the smear layer on substrates, enamel and dentin. Because of this, the present study evaluated the thickness of smear layers created by different finishing procedures, after the application of three simplified self-etching primers (Adper Prompt L-Pop and two experimental formulations) on enamel and dentin. After the application and removal of the primers’ resinous component, the specimens were prepared for examination under a scanning electron microscope. Smear layers were thicker on enamel than on dentin, irrespective of the finishing methods used. Therefore, different thicknesses of smear layer on enamel/dentin might be an important factor to consider when evaluating the bonding efficacy of self-etching adhesives to both tooth substrates.

Keywords Smear layer · Enamel · Dentin · Self-etch · Bur

Introduction

With earlier generations of adhesive systems, smear layers (SL) produced after dentin cavity preparations were considered an obstacle in the achievement of reliable dentin adhesion [5, 34]. As an efficient micro mechanical retention on enamel was possible by the use of acids that removed completely the SL from this substrate [6], treatment of dentin surfaces with acidic conditioners has been also recommended to eliminate the SL and enable a direct contact between the adhesive resin and demineralised dentin [5].

Recently, all-in-one self-etching adhesives were introduced to the market to fulfil the expectations of clinicians searching for less technique-sensitive formulations and a simplified application procedure. This simplification resulted in a challenging task for manufacturers to develop one-bottle formulations that are stable during long term storage and capable of conditioning efficiently and simultaneously enamel and dentin, both biological substrates being present in most cavity preparations. In this context, highly acidic all-in-one adhesives were developed and, in theory, supposed to condition dentin properly by creating at the same time a distinct enamel etching pattern. However, problems related to the hydrolytic instability of highly acidic simplified self-etching formulations [25] and to the aggressiveness of these formulations when applied on dentin [35] opened the door to milder self-etching primers which presumably, are less sensitive to hydrolysis during storage and might lessen the dentin over-etching phenomenon.

One main issue of concern with milder self-etching adhesive systems is that the SL is no longer eliminated but modified and/or incorporated into the resin-infiltrated demineralised dentin [20]. In addition, various factors such as the use of water spray, the speed of rotation and type of
bur seem to affect the thickness of the SL [14]. The type of preparation method for the dentinal surface has been shown to influence the bonding ability of self-etching systems as well [26]. In this respect, a recent study found that tungsten carbide burs yielded higher bond strengths when compared with either diamond burs or silicon carbide abrasive paper [11]. In addition to the use of different bur types, cavity preparations can be also performed both under water spray cooling or dry conditions, especially during final cavity shaping. Both factors, bur type and humid conditions, may have an influence on the thickness of the SL and there is a lack of information in respect to the characteristics of this layer on enamel [40], in contrast to what has been published on dentin [19, 20, 28, 31, 33].

It was therefore the purpose of this study to quantify the SL thickness after the application of three simplified self-etching primers that differed in their acidity, on enamel and on dentin after surface preparation with different finishing methods, diamond bur and tungsten bur, with and without water spray cooling. The null hypotheses tested were: (1) no difference existed between SL thickness on enamel and dentin generated by the different finishing procedures and (2) different surface preparation methods would have no effect on the thickness of the SL.

Materials and method

The setup of the study is graphically represented in Fig. 1. Thirty-two intact caries-free extracted human molars that were obtained in accordance with local institution guidelines were stored in 0.1% thymol solution for a maximum of two months until being used for the present investigation. The crowns were cut perpendicular to their longitudinal axis using a slow-speed diamond saw (Isomet, Buehler Ltd., Evanston, IL, USA) under water cooling in order to obtain 2 mm thick dentin/enamel discs and a pre-cut groove was cut on the pulp side of each disc to allow further segmentation. The teeth were then randomly divided into four groups (n=8) according to bur types (diamond/tungsten) and humid conditions (wet/dry). A SL was created on each discs’ surface with a 25-μm grain size diamond bur and a six-fluted tungsten carbide bur (Coltène-Whaledent, Altstätten, Switzerland) mounted in a micro motor handpiece (Micromega, Besancon, France) and running at 10,000 rpm. The teeth were prepared with ten passes by bur under copious air water spray for “wet” condition and by air spray for “dry” condition until uniform scratches by each bur were obtained on the whole enamel/dentin surface. Calibrated manual pressure of 300 g was applied during the preparation of the samples’ surfaces. Each group of specimens was conditioned using a two-component one-step self-etching adhesive (Adper Prompt L-Pop, 3M ESPE, Seefeld, Germany) and two experimental all-in-one self-etching adhesives (Exp. 1, Heraeus Kulzer, Dormagen, Germany and Exp. 2, 3M ESPE, Seefeld, Germany). The materials’ pH was of 2.5 for Exp. 2, 1.8 for Exp. 1 and 0.8 for Adper Prompt-L-Pop. A control group without primer treatment was included for each surface treatment. Each self-etching
adhesive was applied following the manufacturers’ recommendations (Table 1). Then, the specimens were rinsed with ethanol in order to remove the resinous component of the adhesive [3, 17]. Fixation was performed by immersing the specimens in 2.5% glutaraldehyde in 0.1 M sodium cacodylate for 5 h at 4°C. After rinsing with sodium cacodylate for 1 h in three different baths and then with deionized water for 1 min, dehydration was performed by immersing the specimens in ethanol with increasing concentrations (50%, 70%, 90% and 100%), placed on a filter paper and then allowed to dry for 24 h at room temperature [4]. Finally, the samples were middle-fractured and four half-discs were obtained for each group, i.e. original SL, Exp. 1, Exp. 2 and Adper Prompt L-Pop. They were fixed on an SEM holder, gold sputtered and observed in a Scanning Electron Microscope (XL20, Philips, Eindhoven, NL). Thicknesses of the SL were measured on the cross-section of the fractured surfaces both in enamel and dentin, following a technique described in a similar protocol [28]. To this purpose, the cross-section of each segment was examined with a SEM image at ×1,000 for a general visualization of the SL and then magnified up to ×5,000 for measurement purposes. Illustrative SEM micrographs of enamel and dentin surfaces were taken with different magnifications, searching for the best visualization angle. The SL thickness was measured at five equally spaced points per half-disc along the SL surface by using a custom-made module programmed with an image processing software (Scion Image, Scion Corp, Frederik, MA 21703, USA). This means that twenty measurements of SL thickness on enamel and twenty on dentin were computed for each surface treatment. To ensure that the electron beam meets the specimens’ surface at the same angle, the fractured surface was positioned horizontally and parallel to the SEM holder; the specimens’ final position being checked with a calibre attached to the support device (Fig. 2). During observation, the specimen was inclined 20° in each direction to ensure that the SL width was measured precisely.

The statistical analysis of the data was performed with SPSS 14.0 for Windows (SPSS Inc, Chicago, IL, USA). Data originated form the application of Adper Prompt L-Pop was not included in the statistical analysis, as there was no smear layer measurable on the tooth surface. Although only one enamel–dentin disc was obtained from each tooth, data of smear layer thickness was not independent because ten measurements were performed per disc (or five measurements per half-disc) therefore; the 20 measurements per treatment group were obtained from the analysis of two discs. To overcome this problem, the average smear layer thickness for the surface originating from each tooth was calculated and these averages were used for the statistical analysis. This procedure would guarantee independence of data and reduction of variability. As the distribution of data was non normal (Shapiro–Wilk test), data transformation to square root was necessary to assure that it has a normal distribution. A good indicator of data having normal distribution is skewness (the degree to which a distribution departs from symmetry about its mean value) in the range of −0.8 to 0.8 and kurtosis (a quantity indicative of the general from of a statistical frequency curve near the mean of the distribution) in the range of −3.0 to 3.0. As the root square data from the three groups (Exp. 1, Exp. 2 and original surface) fitted well in these ranges, normal distribution was assumed and an analysis of variance test was run. After assessing the effects of the factors “humid condition” (dry or wet preparation), “bur type” (tungsten or diamond), “tooth substrate” (enamel or dentin) and “surface treatments” (Exp. 1, Exp. 2 and original surface with no

Table 1 Description of the materials used in the present study

<table>
<thead>
<tr>
<th>Adhesives</th>
<th>Manufacturer</th>
<th>Batch #</th>
<th>pH</th>
<th>Composition</th>
<th>Application procedure</th>
</tr>
</thead>
<tbody>
<tr>
<td>Adper Prompt L-Pop</td>
<td>3M ESPE, Seefeld, Germany</td>
<td>198902</td>
<td>0.8</td>
<td>Liquid 1 (red blister): methacylated phosphoric esters, Bis-GMA, initiators based on camphorquinone, stabilizers</td>
<td>Squeeze the material from the red reservoir into the yellow reservoir. Squeeze the liquid from the yellow reservoir into the green reservoir. Mix for 5 seconds. Apply adhesive over the tooth for 15 s. Thoroughly dry the adhesive to a thin film, observe glossy surface.</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Liquid 2 (yellow blister): Water, HEMA, polyalkenoic acid, stabilizers</td>
<td></td>
</tr>
<tr>
<td>Exp. 1</td>
<td>Heraeus Kulzer, Dormagen, Germany</td>
<td>VP161205 AK1</td>
<td>−1.8</td>
<td>UDMA, 4-MET(A), acetone, water, glutaraldehyde, camphorquinone</td>
<td></td>
</tr>
<tr>
<td>Exp. 2</td>
<td>3M ESPE, Seefeld, Germany</td>
<td>P-0244</td>
<td>−2.5</td>
<td>Phosphorylated methacrylates, dimethacrylates, HEMA, water, ethanol, methacrylate modified polyalkenoic acid, photoinitiators based on camphorquinone</td>
<td>Apply the material for 20 s. Dry extremely well until no movement of the adhesive is observed over the surface.</td>
</tr>
</tbody>
</table>

*Information of the manufacturer
Bis-GMA Bisphenol A diglycidylmethacrylate, HEMA 2-hydroxyethyl methacrylate, UDMA urethane dimethacrylate, 4-MET(A) 4-methacryloxyethyl trimellitate (anhydride)
primer treatment) on the dependent variable “smear layer thickness”, a two-way ANOVA was run to detect significant interactions between “tooth substrate” and “surface treatments”. The factors “humid condition” and “bur type” were excluded because, as it will be explained on the results section, their influence on the smear layer thickness was not significant. Bonferroni post hoc test was used to detect differences in smear layer thickness among groups. This test was chosen because it controls the type I error (or false positive) rate very well. Pair-wise comparisons between enamel/dentin, diamond/tungsten bur and dry/wet preparation were performed with a $t$-test. The confidence level was set to 95%.

**Results**

The results in terms of smear layer thicknesses are represented in Table 2.

The factors “surface treatments” and “tooth substrate” had a significant effect on the smear layer thickness. The $p$ values were of 0.000 and 0.001, respectively.

**Comparison between the test groups**

The thickest SL was observed on the original surface, i.e. surface without any primer treatment. Lower SL thicknesses were observed as the product's decreased, as observed after the application of Exp. 2 (pH 2.5) and Exp. 1 (pH 1.8). No SL was detected after the application of Adper Prompt L-Pop (pH 0.8).

**Comparison between enamel and dentin substrate**

Independently of the finishing procedure, thicker SLs in enamel were observed in respect to SLs in dentin with all self-etching primers tested ($p=0.001$). The thickness of the SL significantly depended on the surface treatment procedure in all groups, except Adper Prompt L-Pop, where no SL could be detected.

Two-way ANOVA analysis showed a significant interaction between the factors “tooth substrate” and “surface treatments” ($p=0.002$), indicating that the differences that existed in smear layer thickness in enamel and dentin were dependent on the treatment that received that surface (either Exp. 1, Exp. 2 or original surface).

**Table 2** Overall smear layer thickness ($\mu$m) of the different surface treatments according to the tooth substrate, to the bur type and to the humid conditions as calculated by SPSS statistical software

<table>
<thead>
<tr>
<th></th>
<th>Original surface</th>
<th>Exp. 1</th>
<th>Exp. 2</th>
<th>Results of t-test</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Mean (SD)</td>
<td>Mean (SD)</td>
<td>Mean (SD)</td>
<td></td>
</tr>
<tr>
<td><strong>Tooth substrate</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Enamel</td>
<td>7.3 (1.7)</td>
<td>3.3 (0.5)</td>
<td>3.5 (0.2)</td>
<td>$p=0.001$</td>
</tr>
<tr>
<td>Dentin</td>
<td>4.2 (0.9)</td>
<td>1.6 (0.2)</td>
<td>2.7 (0.6)</td>
<td></td>
</tr>
<tr>
<td><strong>Bur type</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Diamond bur</td>
<td>6.2 (2.6)</td>
<td>2.3 (0.8)</td>
<td>3.4 (0.2)</td>
<td>$p=0.499$</td>
</tr>
<tr>
<td>Tungsten bur</td>
<td>5.3 (1.3)</td>
<td>2.6 (1.1)</td>
<td>2.8 (0.7)</td>
<td></td>
</tr>
<tr>
<td><strong>Humid condition</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Dry prep.</td>
<td>6 (2.4)</td>
<td>2.5 (1)</td>
<td>3.1 (0.6)</td>
<td>$p=0.762$</td>
</tr>
<tr>
<td>Wet prep.</td>
<td>6 (1.8)</td>
<td>2.4 (0.9)</td>
<td>3.1 (0.6)</td>
<td></td>
</tr>
<tr>
<td><strong>Overall SL thickness</strong></td>
<td>5.8 (2.1) a</td>
<td>2.5 (0.9) b</td>
<td>3.1 (0.6) b</td>
<td></td>
</tr>
</tbody>
</table>

Differences among group means are detailed in lowercase letters and apply to the line (ANOVA and Bonferroni post hoc test, $p<0.05$). Groups connected by different letters are significantly different. Results of pair wise comparisons between enamel/dentin, diamond/tungsten bur and dry/wet preparation are detailed on the right column. Differences are significant when the $p$ value is less than 0.05.
The factors “humid condition” and “bur type” did not have a significant effect on the smear layer thickness (p values of 0.762 and 0.499, respectively).

Surface morphology

Some representative scanning electron microscopy micrographs of the substrates’ morphology after application of each self-etching primer are detailed in Fig. 3. After dentin preparation with diamond bur under wet conditions and application of Exp. 2 (Fig. 3a), a SL thickness of around 3 μm could be observed on the dentin surface. When the dentin surface was prepared with tungsten bur under dry conditions (Fig. 3b) a SL thickness of around 2.5 μm was present with SL penetrating into the dentinal tubules. After the application of Exp. 1 on enamel prepared with diamond bur under wet conditions (Fig. 4a), the thickness of the SL was around 3 μm. The enamel surface was covered by a dense layer and enamel was unobservable (Fig. 4b). After the application of the self-etching adhesive with a lower pH (exp. 1), the thickness of the SL was around 1.5 μm. Fig. 4c shows the thickness of the SL after diamond bur preparation under dry conditions. The self-etching adhesive with the lowest

---

Fig. 3 SEM images of dentin topography produced by a wet preparation with diamond bur and b dry preparation with tungsten bur, after the application of Exp. 2 (pH ~2.5). Smear layer thickness is around 3 μm (original magnification = ×3,200 and ×5,570 for illustration purposes). SL, Smear layer; CF, collagen fiber; D, dentin; PT, peritubular dentin; I, intertubular dentin

Fig. 4 SEM images of enamel topography produced by (a,b) wet preparation with diamond bur, after the application of Exp. 1 (pH ~1.8). Smear layer thickness is around 3 μm, and enamel topography is not observable because it is covered with a dense smear layer (b). Dentin topography produced by (c) dry preparation with diamond bur after the application of Exp. 1, a smear layer thickness of around 1.5 μm remains on dentin surface after the application of the primer (original magnifications = ×2,566, ×1,000 and ×5,488 for illustration purposes). SL, Smear layer; E, enamel
pH (Adper Prompt L-Pop) completely eliminated the SL and an etching pattern was visible on enamel, as shown in Fig. 5.

Discussion

The present study assessed the thicknesses of SL on enamel and dentin generated by both diamond bur and tungsten carbide bur under either water spray or dry conditions; a morphological observation of enamel and dentin surfaces was performed after the application of self-etching primers with different acidity. For the measurement of the SL thickness a standardized methodology was performed by processing the specimens for their observation under a Scanning Electron Microscope (SEM). However, it is worth to mention that our results are different to what has been reported in similar studies that measured SL thickness on dentin. For example, Tani and Finger [33] reported SL thicknesses from 1 to 3 μm after the use of diamond burs. These values are lower than those reported in the present study (around 4 μm when measuring the original SL on dentin) and differences on how the specimens were prepared may account for these variations. In that study, smear layered surfaces were covered with a hydrophobic resin layer, embedded in a methacrylate-based resin and sectioned for observation with a light microscope. It is possible that this procedure slightly compressed the SL, affecting its thickness. Likewise, Oliveira et al. [28] reported SL thicknesses of 1.8 μm after the use of carbide burs and from 2 to 2.4 μm after the use of diamond burs; the results of our study revealed average thicknesses around 4 μm when either diamond or tungsten burs were used (Table 2). Once again, variations in the methodology may account for the differences in the results. In our study, the double of hand pressure (300 g) was applied during bur preparation in contrast to the constant load of 150 g exerted by a special device developed in their laboratory. In addition, after the dehydration step their specimens were transferred to HMDS (hexamethyldisilazane) and allowed to air-dry for 10 min. Instead, our specimens were allowed to dry for 24 h at room temperature [4]. A previous study [8] showed that when fixed specimens (as the ones of our study) were exposed to vacuum in the microscope chamber, all of them exhibited further shrinkage. Their final volume percentage was approximately 54% of their original demineralised volume and no significant differences were found between HMDS, CPD (Critical Point Drying), Peldri II and air-dried specimens. Perhaps the important point in this context is that irrespective of the drying technique that might be used, there is shrinkage affecting the specimens’ size which can influence the morphologic characteristics of the surface. In addition, HMDS has a pH of around 8.5 and after its contact to skin, soreness with inflammation can be produced due it its alkaline effect (information provided by Sigma Aldrich, Buchs, Switzerland). If the specimens were soaked in this drying agent for 10 min, it is probable that this could have originated some dissolution of the collagen debris from the dentin SL, altering its thickness. This alkaline effect over soft tissues could also explain the more porous surface that was observed over the dentin specimens when they were dried with HMDS when compared to other drying techniques [29].

After the examination of enamel/dentin discs under the SEM, the most evident observation was that SL in enamel and dentin had different thicknesses. This finding was regardless of the products tested or instrumentation techniques used with the exception of Adper Prompt-L-Pop. Being a strong self-etching adhesive, it removed the SL to an extent where it became undetectable by the SEM evaluation method used. Therefore, the first null hypothesis can be rejected. The clinical impact of this finding might be important. It is well known that with simplified self-etching formulations the product is expected to penetrate simultaneously into two different substrates (enamel and dentin) in a reasonable clinical time. Previous evaluations assessed the bonding performance of mild-self-etching primers on enamel and unsatisfactory results were reported [1]. The low performance of these systems has been explained by an insufficient etching pattern and the corresponding shallow micro porosities due to the use of low-acidic formulations [15, 16, 30]. Another factor compromising enamel adhesion might be the presence of porosities (or blisters) at the bonding interface because most simplified all-in-one adhesives behave as semi-permeable membranes. These porosities may be a result of water accumulation either caused by an osmotic...
Another study from the same group [27] also reported lower rotation of the bur, which would be less receptive to bonding. Thermal and mechanical stresses induced by the high speed to this finding was the presence of an altered surface, due to diamond burs were used on dentin surface. Their explanation etching adhesive (Clearfil SE Bond) was applied on thickness and shear bond strength when a two-step self-etching adhesives should be used in vivo with a surface preparation that creates a thin SL. Though, further research methods would have no effect on the thickness of the SL, has to be accepted.

Another interesting observation was that SL thicknesses in enamel and dentin were dependent on the product used. This might be due to the pH of the self-etching adhesives, being Exp. 2 (pH 2.5) the less aggressive and Exp. 1 (pH 1.8) and Adper Prompt-L-Pop (pH 0.8) more acidic formulations. Nevertheless, the clinical impact of this finding need to be determined, as pH alone may not be the only factor influencing the action of self-etching adhesives [13].

Continuous improvements in the chemical formulations have led to a new generation of self-etching dentin/enamel adhesives that include all ingredients in one single bottle. However, under strong acidic conditions (formulations with low pH) esters such as 4-MET, HEMA, TEGDMA, MDP or HEMA-phosphate are hydrolytically degraded [22]. This is the reason why Adper Prompt-L-Pop is a two-component one-step adhesive; the phosphoric acid esters and water are separated inside the blister in a 4:1 ratio and need to be activated before use [35]. As this material has a quite low pH (around 0.8), the formulation would lack a sufficient shelf life if all the ingredients were contained in one single bottle. A recent study stated that in an environment acidified to pH 0.94, the 80% of an aqueous solution of
HEMA was hydrolyzed into methacrylic acid and ethylene glycol after incubation for 14 days. Instead, formulations with higher pH did not lead to hydrolysis [24]. Perhaps an important point in this context is that although mild self-etching primers are less sensitive to storage due to their lower acidity, the challenge for this new generation of materials is to completely penetrate the distinctive SL which is left over enamel and dentin so that reliable adhesion can be obtained.

Previous investigations testify on the enormous efforts that have been assembled in the optimization of adhesion of simplified self-etching systems on dentin [7, 18, 21, 23]. Nevertheless, in view of the morphological smear layer differences resulting from this study, future research should be focused on the penetration ability of simplified formulations of bonding agents also in enamel [9, 10, 38, 39] to be able to develop adhesive systems that perform equally in enamel and dentin.

Conclusions

Morphological evaluation of enamel/dentin surfaces after the application of three simplified self-etching adhesives demonstrated that enamel and dentin have different thicknesses of smear layer.

Conflict of interest statement The authors declare that they have no conflict of interest.

References